**Optium β-Ketone Test Strips**

**Do not use the test strips if:**
- Your display shows "TEST STRIP ERROR.
- Your display shows "CALIBRATOR ERROR."
- Your test strip shows "0unik."
- Your test strip shows "NO_RING.""
IMPORTANT: Read these instructions for use and the User's Guide supplied with your sensor before you monitor your blood β-Ketone level. Failure to follow instructions will cause incorrect results.

Language: Customer Service: Insert Customer Service Number

What do my results mean?

How do I take care of my test strips?

IMPORTANT FIRST STEP: CALIBRATION

What should I do if my test strip is not visible?

What are my test strips?

How do I obtain a blood drop?

What do I need to know?

What do I need to do before the blood drop?

What's in my test strip box?

How do I test for ketosis?

How do I check my sensor?

How do I store my test strips?

How do I interpret my results?

What are my test strips?